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Wind-tunnel research was recently conducted at the NASA Langley Research Center’s 31-Inch Mach 10 
Hypersonic Facility in support of the Mars Science Laboratory’s aerodynamic program. Researchers were 
interested in understanding the interaction between the freestream flow and the reaction control system onboard the 
entry vehicle. A five-component balance, designed for hypersonic testing with pressurized flow-through capability, 
was used. In addition to the aerodynamic forces, the balance was exposed to both thermal gradients and varying 
internal cavity pressures. Historically, the effect of these environmental conditions on the response of the balance 
have not been fully characterized due to the limitations in the calibration facilities. Through statistical design of 
experiments, thermal and pressure effects were strategically and efficiently integrated into the calibration of the 
balance. As a result of this new approach, researchers were able to use the balance continuously throughout the wide 
range of temperatures and pressures and obtain real-time results. Although this work focused on a specific 
application, the methodology shown can be applied more generally to any force measurement system calibration. 


Nomenclature 

AF = axial force, lb 
m = number of whole plots 
N = total number of runs 
n = number of subplot runs 
NF = normal force, lb 
PM = pitching moment, in-lb 
R = correlation matrix 
RM = rolling moment, in-lb 
SF = side force, lb 
VIF = variance inflation factor 
X = design matrix 

Y = matrix of responses (rNF, rPM, rRM, rYM, rSF) 

YM = yawing moment, in-lb 
/? = vector of regression coefficients 

5 = whole-plot error 

f = subplot error 
p = correlation of an observation 
X = variance-covariance matrix 

I. Introduction 

A RECENT wind-tunnel test conducted at the NASA Langley 
Research Center (LaRC) 3 1-Inch Mach 10 facility used the SS- 
12 balance to measure the aerodynamic loads on a scale model of the 
Mars Science Laboratory (MSL) aeroshell. Researchers were 
interested in the interaction between the onboard reaction control 
system (RCS) exit flow and the freestream flow. During entry into the 
Mars atmosphere, the RCS will be used to control both the rate 
damping and guidance maneuvers of the entry vehicle [L2], When 
the RCS jets are fired, the exit flow is released into a complex wake of 
the vehicle. Researchers suspect the interaction between the flows to 
have adverse effects on the aerodynamics of the aeroshell. Therefore, 
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it is critical that these effects are fully understood and characterized. 
The series of wind-tunnel tests performed at the 31 -Inch Mach 10 
facility employed a test matrix that was designed to explore the 
interaction between the RCS exit flow and the wake of the vehicle 
over the hypersonic regime of flight. 

The SS-12 is a flow-through-type balance, which allows a 
pressurized gas to be routed through the center of the balance and out 
through the model to the RCS nozzles. The experimental setup for the 
wind-tunnel model and the balance is shown in Fig. 1. An initial 
series of tests at the Mach 10 facility were conducted to obtain force 
and moment data for a similar model configuration when two 
anomalies with the SS-12 balance were discovered. 

The first issue regarded an electrical zero offset reading in the side- 
force (SF) and yawing-moment (YM) balance outputs. These 
electrical zero shifts were uncovered after repeated injections of the 
test configuration into the freestream flow. The shift could be attrib- 
uted to one or both of the following: 1) delamination of the strain 
gauges due to dynamic overloading of the balance and 2 ) deformation 
of the measurement beams due to dynamic overloading of the 
balance. 

In addition to the electrical shift, there was a temperature- 
dependent drift in the response of the balance strain-gauge outputs 
over the course of a 120 s tunnel run. The force and moment measure- 
ment data drifted as the temperature of the balance increased from the 
nominal operating temperature at 70°F. Several different diagnostic 
tests were performed to evaluate the magnitude of the thermal effects. 
One diagnostic test in particular examined the drift behavior while 
the model was subject to specified RCS jet firing sequences. During a 
run, approximately four pressure cycles were completed, where the 
specified RCS jets were cycled on and off. While these cycles were 
executed, both the forward and aft thermocouple outputs, as well as 
the resulting force and moment responses on the balance output, 
were measured. Figure 2 shows that both the forward and aft balance 
temperatures increased from 70°F to approximately 112°F over the 
120 s test period. Additionally, as the pressure to the RCS jets was 
cycled, the temperature of the balance increased, which caused a 
negative drift in the measurement outputs. 

It was evident, as shown in Fig. 2, that the balance exhibited some 
nonideal behaviors, which resulted in poor data quality from the 
initial series of tests. The temperature drift issues were significant 
enough that the researchers were not confident in the data that was 
collected. Test engineers and researchers were forced to reevaluate 
the test setup, along with the overall design and calibration tech- 
niques, used for the characterization of the balance. 

The following sections detail the original design of the SS-12 
balance and modifications made to mitigate some of the issues 
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Fig. 1 31-Inch Mach 10 configuration with MSL test model. 
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Fig. 2 Pitching-moment coefficient. 
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observed during the initial wind-tunnel test. Additionally, a new 
approach to balance calibration when subjected to environmental 
effects is presented. The primary focus is the methodology for the 
calibration design, which is generally applicable to any force mea- 
surement system. 


II. Balance Calibration and Design 

A. Balance Basics 

The fundamental instrument that is used to directly measure the 
aerodynamic loads on a wind-tunnel model is known as a balance. To 
adequately determine these performance characteristics, it is crucial 
that a measurement device be used during the wind-tunnel test that 
is capable of accurately and precisely measuring the aero- 
dynamic loads imparted on the test model. The balance is a trans- 
ducer that is capable of providing high-precision measurements of 
forces and moments in up to 6 degrees of freedom. 

The most critical portion of the balance development is the 
characterization of the balance. The purpose is to develop a mathe- 
matical model that characterizes the performance of the balance. In 
return, this mathematical model can be used to estimate the 
aerodynamic loads imparted on the model during the wind-tunnel 
test. When characterizing a balance, a set of predetermined cali- 
bration loads is applied to the balance, and the electrical output 
response of each measurement bridge is recorded. The range of the 
calibration loads applied to the balance during the calibration process 
defines the design space. Historically, the load schedule used during a 
calibration has been standardized based on the type of balance and 
calibration hardware. Specific load combinations are applied during 
the calibration in order to support the desired mathematical model. 
For example, at NASA LaRC, a second-order Taylor series 
expansion is used to approximate the true behavior of a balance. A 



Fig. 3 Balance coordinate system. 


standard six-component calibration model would contain six linear, 
15 two-factor, and six pure quadratic terms. The standard balance 
coordinate system shown in Fig. 3 is used to define the applied loads 
and moments. In general, the second-order Taylor series expansion 
used to develop the mathematical model is 

k k— 1 k k 

y = Po + Y^ P‘ Xl + 'll h i XiX i + Pirf ( 

1=1 1=1 j=i+ 1 i=l 


where k is the number of independent variables, x t is the ith 
independent variable, and ft ’ s are the regression coefficients. Based 
on Eq. (1_), 


1 + 2 k -\- 


k(k — 1 ) 
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calibration points are required, with at least three unique levels of 
each independent variable to estimate the model terms. From the 
regression, the calibration coefhcients are delivered to the 
researchers at the wind tunnel in order to estimate the aerodynamic 
forces and moments on the test article. 

When characterizing any balance, it is critical to perform a 
sufficient number of unique calibration loads such that all the model 
terms can be independently estimated. Each term in the mathematical 
model represents certain physical properties of the balance. The 
linear first-order interactions can be attributed to machining errors, 
errors in both location and alignment of strain gauges, and variations 
in the gauge factor for the strain gauges. The first-order interaction 
terms are typically associated with the magnitude of the deflections 
present during loading of the balance [3]. Typical balance cali- 
brations have been conducted with only applied loads as being the 
calibration factors, but it is possible to include additional factors, 
such as pressure and temperature, within the calibration design if it is 
suspected that they have an effect on the response(s). 


B. SS-12 Balance Design 

The SS-12 balance is a monolithic, five-component, water-cooled, 
flow-through balance that measures NF, PM. RM, YM, and SF, as 
shown in Fig. 4. The balance was originally designed and instru- 
mented to be a direct-read balance, which resolves the forces and 
moments directly, and it was instrumented to be parallel wired with a 
common voltage excitation input for all five components. Table 
shows the full-scale design loads for the balance. 

By using a flow-through balance, high-pressure gas can be 
supplied to the wind-tunnel model to simulate RCS jet firing. Instead 
of using a pressure bellows configuration to route the high-pressure 
gas to the model, the gas is routed through an internal cavity in the 
sting and through the balance. The gas is then routed through the 
internal passageways in the model out to the RCS nozzles. This 
particular balance was designed for testing at hypersonic facilities, 
which typically involves high temperatures being induced on the 
balance due to the heat transfer from the speed of the freestream flow 
over the exterior surface of the model. The balance was designed with 
an active cooling shield, which provides cooling to the measurement 
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beams by continuously circulating cold water around the external 
surface of the balance, with the goal of stabilizing the temperature 
during testing. 

During the first entry of the MSL model into the 3 1 -Inch Mach 10 
facility, the high-temperature air flowing over the model interacted 
with the aft sting and the heat transferred to the sting caused the 
temperature of the nitrogen inside the sting to increase. Whereas the 
aft (nonmetric) end of the balance was heated rapidly due the heated 
nitrogen flowing through it, the forward (metric) end of the balance 
was cooled by the cold water being circulated through the cooling 
tube jacket. The two extreme temperatures at the opposite ends of the 
balance resulted in large temperature gradients over the length of the 
balance during the 120 s runs. The presence of these large tem- 
perature gradients within the measurement sections of the balance 
caused the strain gauges to see large thermally induced strains, which 
were misinterpreted as aerodynamic loads being imparted onto the 
balance. Therefore, the resulting aerodynamic load measurements 
being recorded by the balance during the test had high errors. 

These large temperature gradients resulted in repeatability issues 
with the measurement performance of the balance. After the initial 
wind-tunnel test, it was decided to reinstrument the balance with new 
strain gauges, and the bridge configuration was changed from the 
standard direct-read configuration to the standard balance (N 1/N2, 
S1/S2, RM) configuration. With this new bridge configuration the 
individual strain gauges that make up a Wheatstone bridge are 
located at a single axial location, which reduces the sensitivity of the 
output responses due to thermal effects. Along with the modified 
balance strain-gauge layout, the mechanical setup for the MSL test 
setup was modified to include a shroud around aft sting with the goal 
of decreasing the magnitude of the temperature gradient along the 
length of the balance during testing. The mixture of these two 
modifications allowed for recharacterizing the performance of the 
balance, with the assumptions that performing the calibration while 
holding the balance at constant temperature would be representative 
of the expected test conditions and that temperature gradients would 
not need to be considered. 

C. Balance Calibration Techniques 

There are primarily three different types of calibration systems 
used today: automated calibration machines, manual calibration 
stands, and the single-vector system (SVS) [4,5] . Each system 
employs a different load schedule based upon the capabilities of the 
respective hardware. Using mechanically applied loads, automated 
machines have the ability of collecting vast amounts of data in very 


Table 1 SS-12 balance design loads 


Component 

Design load 

English units 

Metric units 

NF 

100 lb 

444.8 N 

AF 

N/A 

N/A 

PM 

150 in-lb 

16.9 N-m 

RM 

32 in-lb 

3.6 N-m 

YM 

40 in-lb 

4.5 N-m 

SF 

301b 

133.4 N 


little time. Accordingly, the experimental designs, or load schedules, 
for this system are typically quite large, on the order of 1000 
calibration loads. Manual test stand systems are similar to automated 
machines except that gravity based loads, or deadweights, are used 
instead of mechanically applied loads. Manual stand systems apply 
on the same order of runs as an automated machine but require 
considerably more time, due to the calibration hardware. 

Both the automated and manual stand systems were designed 
around the one-factor-at-a-time (OFAT) calibration design method- 
ology. Weaknesses of this approach have led engineers to develop 
experimental designs sweeping two factors simultaneously, 
necessary to calculate interaction coefficients of the mathematical 
model [6]. Although the calibration loads applied during both 
automated and manual systems are based on the OFAT principles, 
there are certain load combinations that are applied that allow for 
computing the nonlinear and quadratic coefficients necessaty for the 
desired mathematical model. Without using a rigorously statistical 
approach, the experimental designs created for the manual and 
automated systems contain a vast number of runs that exhaust all 
combinations of two-component loads. The costs associated with 
executing these designs are further increased when including other 
factors, such as pressure and temperature, in the calibration. Fully 
crossing pressure and temperature with these experimental designs 
can more than quadruple the required number of runs, which could 
take months to complete using a manual test stand system. 

The SVS uses a single deadweight load to apply up to six loads 
simultaneously by changing the orientation of the balance relative to 
gravity. As the balance orientation relative to gravity changes, the 
applied load vector results in varying the magnitudes of the applied 
loads on the balance. The load schedule for the SVS is based on a 
popular class of response surface designs known as a central 
composite design (CCD) [7,8]. Originally developed in 1951 by Box 
and Wilson for chemical processes, CCDs are used frequently in 
experiments where the response is approximated by a second-order 
function. They augmented a standard first-order, or factorial, design 
with axial, or star, points to estimate the second-order effects in the 
mathematical model. For experiments with a large number of 
independent variables, a fraction of the full factorial can be used. The 
SVS employes a 2 6 ~* fractional factorial for a standard six- 
component balance, but it is slightly modified to accommodate the 
physics-based constraint of the SVS, which is discussed later. The 
factorial portion of the load schedule consists of 37 runs where all six 
components are loaded simultaneously. The axial portion consists of 
27 runs that loads one or two components at a time. A 28-term 
second-order model is estimated using these 64 runs. The relatively 
low number of runs used by the SVS makes it a suitable method for 
calibrating at temperature and pressure. 

D. Balance Calibration Experimental Design 

For calibration applications, the limitations of the calibration 
apparatus cannot be ignored when developing an experi- 
mental design. The most important phase of an experiment is the 
preexperimental planning, where the goals, response variables, and 
input factors of the experiment are established. Based on the 
objectives and possible outcomes of an experiment, a successful 
approach can be formulated. In general, most balance character- 
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Table 2 Calibration response variables 


Response 

Response, units 

Nomenclature 

i 

Normal-force bridge output, mV /V 

rNF 

2 

Pitching-moment bridge output, mV/V 

rPM 

3 

Rolling-moment bridge output, mV /V 

rRM 

4 

Yawing-moment bridge output, mV /V 

rYM 

5 

Side-force bridge output, mV /V 

rSF 


ization applications use response surface methods, either explicitly 
or implicitly, where the calibration system is reasonably well- 
understood and delivering a mathematical calibration model is 
required. However, in instances where no previous system knowl- 
edge is available, a preliminary, factor-screening experiment can be 
conducted to eliminate unimportant factors before the comprehen- 
sive characterization experiment. This approach is known as 
sequential experimentation and is a strategic and rigorous approach 
often used in experimental design [8,9]. 

The response variables are the parameters that are measured 
during an experiment. In balance calibration, the response variables 
are the strain-gauge outputs and are shown in Table 2. The input 
factors can be divided into four types: controlled design factors, held- 
constant factors, uncontrolled factors, and nuisance factors. 
Controlled design factors are varied during the experiment over 
specified ranges to study their effects on the response variables. The 
controlled design factors for this calibration are shown in Table 3. 
Held-constant and uncontrolled factors are not studied during an 
experiment, because the effects on the responses due to these factors 
are small and assumed to be negligible. Nuisance factors can be 
controlled or uncontrolled but their effect on the responses may not 
be small. Although these nuisance factors may not be of interest, it 
should be recognized that they are present, and precautions should be 
taken to limit their effect. Blocking is a useful technique in limiting 
the effect of nuisance factors [8.9] . 

When designing an experiment, three concepts are emphasized: 
randomization, replication, and blocking [9], Randomization 
defends against systematic errors in an experiment. Because the 
runs are executed randomly, any effects due to hysteresis, or other 
systematic behaviors, are minimized. Replication provides infor- 
mation about the pure experimental error of the response variables. 
For a given set of factor combinations that is replicated t times, then 
there are t — 1 degrees of freedom available to estimate the 
repeatability, which is an important statistic in any calibration. 
Finally, as mentioned earlier, blocking is a preventative technique 
that is used to minimize the effect of any lurking variables in 
the experiment. Blocks are organized such that orthogonality of the 
factors is retained in the design matrix. Orthogonality, from the 
regression perspective, ensures linear independence between terms 
in the mathematical model. The current SVS calibrations incorporate 
a randomized block design, which is a near-orthogonal design. 

Characterizing the SS-12 balance to meet the objectives of the 
researchers posed two new challenges. First, since there were no 
strain gauges to measure axial force, a reduced version of the 
standard SVS calibration design was developed and employed. The 
reduced, five-component design, shown in Table 4, contained 42 
design points as compared with the six-component design, which 
contains 64 design points. Second, the average balance temperature 


Table 4 Five-component SVS calibration design- 


NF 

PM 

RM 

YM 

SF 

-48 

Fractional factorial 
-72 ±15 

-19 

-13 

-48 

-72 

±15 

19 

13 

-48 

72 

±15 

-19 

13 

-48 

72 

±15 

19 

-13 

48 

-72 

±15 

19 

-13 

48 

-72 

±15 

-19 

13 

0 

0 

0 

0 

0 

±100 

0 

Axial 

0 

0 

0 

±100 

±150 

0 

0 

0 

±100 

0 

0 

0 

±30 

±100 

0 

±32 

0 

0 

0 

0 

0 

±40 

±30 

0 

0 

0 

0 

±30 

0 

0 

0 

0 

0 


a Note that all load combinations within the table represent vectors. 


and internal cavity pressure were suspected to effect the strain-gauge 
responses and were integrated into the design of the calibration. 
Historically, only single-component loads were performed at the 
expected wind-tunnel operating conditions during calibration, and 
only adjustments of the primary sensitivities during data reduction at 
the wind tunnel were performed. However, it was decided to model 
the balance outputs as a continuous function of the environmental 
variables, temperature and pressure, instead of at discrete points. 
Designing an efficient yet robust calibration to include these new 
independent variables was critical. 

The SS-12 characterization experiment used restricted random- 
ization since changing temperature was more time consuming than 
changing pressure or the applied forces and moments. In the NASA 
LaRC force measurement laboratory, approximately 2 h were 
required for the balance temperature to stabilize while the pressure 
and applied forces and moments were set within a minute. To accom- 
modate this practical execution restriction, the balance temperature 
was set and held constant, while the other six factors were varied 
randomly. This type of experimental design is known as a split-plot 
design (SPD). The ideology and concepts of a SPD are attributed to 
their application in agricultural experiments [101. Hard-to-change 
factors were applied over large plots of land and were conveniently 
called whole plots. The easy-to-change factors were crops (and other 
variables) within a large plot of land and became known as subplots. 
Temperature was the only whole-plot factor in the calibration while 
the other factors were subplot factors. By design, every whole plot in 
the calibration contained the same subplot design, which is known as 
a crossed design. These types of SPDs have convenient statistical 
properties, such as equivalent estimation. However, with any SPD, 
the error structure must be considered in the analysis [ 1 1—13]. 

The general form of the mathematical model for a SPD can be 
written as 

y = XP + S + ( (2) 

where y is a V x 1 vector of responses, X is a N x p model matrix, 
is a p x 1 vector of regression coefficients, 5 is a N x 1 vector of 


Table 3 Calibration design factors 


Factor label 

Design factor 

Nomenclature 

Range 

English units Metric units 

1 (*1) 

Average balance temperature 

T 

70 to 120°F 

21 to 49°C 

2 (x2) 

Balance cavity pressure 

P 

14.7 to 400 psia 

101.4 to 2758 kPa 

3 (*3) 

Normal force 

NF 

-100 to 1001b 

-444.8 to 444.8 N 

4 (*4) 

Pitching moment 

PM 

-150 to 150 in-lb 

— 16.9 to 16.9 N-m 

5 (x5) 

Rolling moment 

RM 

—32 to 32 in-lb 

—3.6 to 3.6 N-m 

6 (x6) 

Yawing moment 

YM 

—40 to 40 in-lb 

—4.5 to 4.5 N-m 

1 (xl) 

Side force 

SF 

-30 to 30 lb 

-133.4 to 133.4 N 
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random whole-plot errors, e is a IV x 1 vector of random subplot 
errors, N is the total number of runs, and p is the total number of 
terms in the model including the intercept. Equation (2) is a more 
flexible form of the typical linear model y = X/? + e as it permits 
correlation and nonhomogeneous variances. It is assumed that 5 + e 
has a mean of 0 and a variance-covariance matrix of 

Z = a 2 I + o]3 b (3) 

where I is an identity matrix of size N, is the subplot error 
variance, and of is the whole-plot error variance. Since the 
experimental design is completely crossed, 


J 6 = I m ®J„ (4) 

where m is the number of whole plots, n is the number of subplot runs 
within a whole plot, and J„ is a n x n matrix of ones. The matrix J b 
has the form 


KK o o 

0 1 „ 1 ' 0 

0 o 1„1'„ 


(5) 


The correlation of an individual observation is expressed as 
p = 

ol + of 


(6) 


The correlation matrix of the observations is a block diagonal matrix 
of the form 


of + of 


Z = R 

1 p ... p 

p 1 ... p 

p p ... 1 


1 p ... p 

p 1 ... p 

p p ... 1 


1 p ... p 

p 1 ... p 

p p ... 1 . 


(7) 


From the correlation matrix in Eq. (7), it can be seen that observations 
in different whole plots are independent, while observations within a 
whole plot are correlated, since the offdiagonal elements are nonzero 
within a block. In terms of the SS-12 calibration, there was a degree 
of correlation between observations as a result of having to hold the 
temperature constant during each whole plot. 

Because of the correlation among the observations due to the 
restricted randomization, the ordinary least-squares estimator of /J is 
not the most appropriate method since it does not consider the 
variance-covariance matrix Z. Instead, generalized least squares 
(GLS) can be used, which minimizes (y — X/3)'Z~*(y — X/3) . The 
best linear unbiased estimator (BLUE) of /? is 


^(X'Z-'XJ-’X'Z-'y (8) 

with the variance of the estimates given by var(/3) = (X'Z _1 X) _I . 
However, since Z is unknown, the estimate is no longer the BLUE. 
Therefore, 


fi = (X'Z’ 1 X)- 1 X'Z _1 y (9) 

where a 2 and S\ are estimates of the true, unknown variances a 2 and 
of, respectively, and are used to construct Z. The method of maxi- 
mum likelihood is one approach to obtain the variance estimates. 
Based on the general model form given in Eq. (2), the likelihood 
function can be divided in to two parts: one containing the fixed 
effects X/? and one containing the random effects 5 and e. This 
separation of fixed and random effects results in a mixed model 
[14,J_5]. Restricted maximum likelihood (REML) estimators of the 
variance components are obtained from the random part of the model 
and are then substituted into the known form of the covariance matrix 
in Eq. (3). Using Eq. (9), the GLS estimators are obtained. However, 
REML does not require an experimental design to be crossed or 
balanced (equally sized whole plots). 

The newly developed experimental design for SS-12 is shown in 
Table 5. Although it is not representative (does not include all runs, 
not randomized) of the exact run order. Table 5 reveals how 
temperature and pressure were integrated in to the reduced five- 
component SVS design. Table 5 shows all the factor combinations 
that were conducted during the calibration. The entire experimental 
design required eight days to complete the 1028 runs and is shown in 
Table 6. The first two days of the calibration were conducted at 
ambient temperature and pressure to ensure the balance and related 
calibration system were operating as expected. Each day consisted of 
one block in the design accompanied by a tare sequence performed at 
the beginning and end of the day. For each tare sequence, five tare 
models were constructed for each level of pressure and temperature, 
which describes the nominal response of each bridge as a function of 
balance orientation. The tare models were implemented such that at a 
given temperature and pressure, the appropriate tare model was 
applied in the data reduction. The calculated tare loads were then 
added to the applied loads, resulting in a true load that was finally 
used to develop the models. 

Based on the calibration design matrix, the supported 35-term 
calibration model for one strain gauge is 

7 6 7 7 

.V = A) + J2 P‘ X ‘ +1! I! fiij x i x j + Y P‘ iX i (10) 

i= 1 i= 1 7=i+l i= 2 

It can be seen that the strain-gauge output y is a function of 
temperature, pressure, and applied forces and moments. It should be 
noted that in the above equation the quadratic temperature term T 2 
(x 2 ) is not included. Five calibration models are developed for the five 
output responses, resulting in a 35 x 5 matrix of regression coef- 
ficients. The model is an augmentation of the standard second-order 
model given in Eq. (1). It was formulated under the assumption that 
temperature has primarily a linear effect on the response of each 
measurement component, which is based on the experience of 
balance engineers and previous experiments conducted to obtain 
temperature corrections. Accordingly, only two unique temperature 
levels were required. 


E. Physical Constraints of the SVS 

The SVS calibration methodology is based on applying a single 
load vector to the balance, where a system of forces and moments are 
reduced to a single resultant force vector acting at a point. For this to 
occur, the system of applied forces and moments must be able to be 
reduced such that the resultant force and moment vectors are 
mutually perpendicular to each other. In doing so, an infinite number 
of possible load combinations can be applied to a balance during 
calibration, but an arbitrary combination of both forces and moments 
cannot be applied. This limitation on arbitrary load combinations is a 
physical constraint of the SVS system. The perpendicular relation- 
ship that exists between resultant force and moment vectors is 
expressed as the dot product between the two vectors, and by setting 
the cosine of the angle between the two equal to zero, the resulting 
relationship is established (for a six-component balance) [5]: 
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Table 5 SS-12 balance calibration design 

(in English units )- 


NF 

PM 

RM 

YM 

SF 

-48 

Whole plot 1,T = 70, P 
-72 ±15 

= 14.7 
-19 

-13 

-48 

-72 

±15 

19 

13 

-48 

72 

±15 

-19 

13 

-48 

72 

±15 

19 

-13 

48 

-72 
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Whole plot 2, T = 120, P = 14.7, 120, 200, 400 
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Whole plot 3,T = 70,P = 14.7, 120, 200, 400 
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Whole plot 4, T = 120, P = 14.7, 120, 200, 400 
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a Note that all load combinations within the table represent vectors. 


Table 7 VIF of calibration model terms 


Model term 

VIF 

Linear 

X\ (temp.) 

6.8756 

x 2 (pressure) 

5.5404 

* 3 (NF) 

2.5604 

x 4 (PM) 

2.5488 

x 5 (RM) 

2.5306 

*6 (YM) 

2.4310 

*7 (SF) 

2.4554 

Two-factor interactions 

XlX 2 

1.2352 

XiX 3 

1.1280 

*1*4 

1.1936 

*1*5 

1.1592 

*1*6 

1.0806 

*1*7 

1.1417 

*2*3 

1.2025 

x 2 x 4 

1.3300 

*2*5 

1.1997 

*2*6 

1.1049 

*2*7 

1.2105 

*3*4 

1.0284 

*3*5 

1.0390 

*3*6 

1.1063 

*3*7 

1.4104 

*4*5 

1.0000 

*4*6 

1.4656 

*5*6 

1.0000 

*5*7 

1.0411 

*6*7 

1.0347 

Pure quadratics 

*2 

1.1838 

A 

4.1466 

A 

2.8474 

A 

2.7276 

X 2 

*6 

2.5074 

v 2 

*7 

3.3055 


-(RM)(AF) + (FM)(SF)-(YM)(NF) 

( v'R\T + PM 2 + YM 2 )( VAF 2 + SF 2 + NF 2 ) 

The governing equation that constrains the relative direction and 
magnitude of each of the applied load components using a single load 
vector is 


- (RM)(AF) + (PM)(SF) - (YM)(NF) = 0 (12) 

This physical constraint of the SVS signifies three possible load 
combinations that cannot be independently applied during a balance 
calibration: RM/AF, PM/SF, and YM/NF. Therefore, there exists no 
possible combination of force and moment vectors that can be 
applied during an SVS calibration that result in a load point where 
only RM/AF, PM/SF, or YM/NF are applied. Because this constraint 
within the SVS exists, multicollinearity exists between these three 
interaction terms within the calibration model. For the calibration of 
the SS-12 balance, the RM/AF constraint does not exist since the 
balance does not have an AF component. Although one of the 
interaction terms disappears, the remaining interaction terms still 
cannot be estimated orthogonally. As a result, one of the remaining 


Table 6 Execution of the experimental design 



Original 



Modified 




Day 1 

Day 2 

Day 3 

Day 4 

Day 5 

Day 6 

Day 7 

Day 8 

Total 

Tare runs 

36 

24 

96 

96 

96 

96 

96 

96 

636 

Calibration runs 

42 

0 

46 

41 

45 

43 

45 

43 

305 

Confirmation runs 

0 

20 

12 

11 

11 

11 

11 

11 

87 

Total runs 

78 

44 

154 

148 

152 

150 

152 

150 

1028 

Temperature, °F 

77 

77 

120 

120 

77 

77 

120 

120 

- 

Pressure levels 

1 

1 

4 

4 

4 

4 

4 

4 

" 
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terms is neglected in the regression modeling to eliminate any 
multicollinearity issues. 

F. Properties of the Experimental Design 

When developing the experimental design for characterizing the 
SS-12 balance, several important features were incorporated. These 
experimental design features were directly related to addressing the 
specific experimental objectives. Some of the features included in the 
SS-12 design were 1) sufficient number of data points throughout 
the calibration design space, 2) orthogonal blocking, 3) precise 
model coefficient estimates, 4) favorable prediction variance over 
calibration design space, 5) robust calibration, and 6) execution 
efficiency [9], 

As with any experimental design, the quality of the SS-12 
experimental design was evaluated before executing the calibration. 
The variance inflation factor (VIF) is one metric for assessing the 
quality of the experimental design. It is a measure of the 
multicollinearity, or linear dependency, in the regressor variables. 
The VIF is calculated as 

VIF(yS) = diag[(R'R) '] (13) 

where R is the correlation matrix for the design [16]. For complete 
orthogonality, (R'R) = I. It is a generally accepted in the balance 


community to set the upper limit of 5-10 on the VIF [17,1_8]. The 
presence of multicollinearity within a linear regression directly 
impacts the precision with which regression coefficients can be 
estimated, so any values of VIF greater than 10 indicates possible 
flaws within the experimental design. Table 7 lists the VIF values for 
the experimental design for the SS-12 balance calibration. 

The standard error of prediction, or prediction variance, is a 
computed value that provides a estimate on the quality of the 
predicted responses, based entirely on the experimental design. 
Given a particular experimental design, the prediction variance is 
calculated as 

Var[y(x 0 )] = a^x^X'Xj-'xo) (14) 

where x 0 represents the location of a point within the design space. 
Essentially, the variance is a scale factor for the prediction variance. 
For a SPD, Eq. ( 14 ) becomes 

Var[y(x 0 )] = x^X'Z-'XJ-'xq (15) 

For a CCD, the computed values are especially sensitive to the 
location of the axial (single-loaded) points within the design space, as 
well as the quantity of center runs that are executed [19], Response 
surface plots are an efficient method to check the prediction variance 



Fig. 5 Typical prediction variance profile. 




a) Balance (inside fixture) mounted in SVS stand and 3-axis b) Rear view showing pressure 
accelerometer package lines and applied dead-weights 


Fig. 6 SS-12 SVS calibration setup. 
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Table 8 Full-scale outputs and linear sensitivities 



rNF 

rPM 

rRM 

rYM 

rSF 

Full-scale output, mV /V 

2.650 

2.959 

0.701 

3.534 

1.990 

Linear sensitivity, lb/ (mV /V) or in-lb/ (mV /V) 

37.742 

50.685 

45.681 

11.317 

15.077 

Linear sensitivity, N / (mV /V) or N-m/(mV /V) 

167.889 

5.727 

5.162 

1.279 

67.066 


of a design. Ideally, the surface should be flat, which signifies 
constant prediction properties across the entire design space. Figure 5 
is an example of a typical prediction variance profile. 

III. Calibration Setup and Execution 

The hardware and experimental setup for the calibration of the SS- 
12 balance is shown in Fig. 6. The balance is installed inside of its 
balance calibration block, and the SVS template is installed onto the 
balance calibration block. The balance calibration block has a 
specially designed cap plate that mounts to its forward most end, 
which caps off the balance and calibration block allowing the system 
to be statically pressurized up to 600 psia. This assembly was then 
mounted to the SVS backstop, which is attached to a set of motors 
that allow the balance to both pitch and roll to any specified set of 
angles, allowing the balance to be positioned at any position in space. 
To calibrate the balance at specific pressures and temperatures, the 
standard SVS calibration configuration was modified to accept these 
new calibration features. 

To apply constant static pressures to the internal cavity of the 
balance, the taper adapter that was used to mount the balance to the 
SVS backstop was modified to add a through hole with a tapped hole 
at its aft end to accommodate a pressure fitting. A bottle of 
compressed nitrogen was connected to the taper adapter, and a digital 
pressure gauge was placed in line between the bottle and the balance. 
The digital pressure gauge was wired into the data acquisition 
system, and the pressure measurement at each calibration load point 
was precisely measured to within 0. 1 psia. During the calibration the 
applied static pressure was varied by manually adjusting a valve on 
the nitrogen cylinder, and the output was monitored on a digital 
pressure gauge. 

A series of resistive-type foil heaters were attached to the balance 
calibration block and the backstop directly aft of where the balance 
mounts to the SVS allowing both the balance and the backstop to be 
heated to a constant temperature. These heaters were attached to an 
active feedback control system, which actively controlled the 
temperature being applied to the balance using a series of ther- 
mocouples that measured the local temperatures at the heaters. 
During this process, the thermocouples located in the forward and aft 


sections of the balance were monitored, and the heater control system 
was adjusted to ensure the average temperature between the forward 
and aft cage sections was maintained within an acceptable range 
(±2°F) of the nominal temperature setting necessary for the 
calibration load schedule. 

IV. Data Analysis 

The calibration models were developed using GLS, and the 
variance components were estimated using REML. However, since 
the experimental design was crossed, the equivalence property holds 
and ordinary least squares (OLS) is also appropriate for estimating 
the model coefficients. This is particularly powerful when REML is 
unavailable, but it should be noted that model reduction should not be 
performed under OLS since it does not consider the correlation 
among the observations. Using GLS in combination with REML, 
model reduction was performed using the backward-selection 
method and a cutoff criteria of 0.05. The full-scale outputs and 
measurement sensitivities for each bridge are shown in Table 8. 

Figure 7 shows the percent of full-scale effect for terms in each of 
the five models, shown in decreasing order. Full-scale effects are 
calculated as the size of a given model coefficient relative to the 
primary sensitivity. Therefore, the primary sensitivities are not 
shown in the figure as they dominate. The absence of any significant 
temperature linear effects could be attributed to the thermal 
correcting properties of the Wheatstone bridges and/or the gauge- 
matching technique used at NASA LaRC [20]. 

From Table 9, it is evident that the effects are small compared with 
the primary sensitivities on each component. The linear effects, on 
average, are the largest group but still only account for a small 
percentage of the total effect for each component. 

Both experimental design points and confirmations points were 
used to calculate the standard deviation between the applied loads 
and the loads calculated from the regression models. Historically, 
within the balance and wind-tunnel communities the standard 
deviation of the residuals is the standard practice used to quote the 
balance accuracy. The experimental design contained 305 runs, with 
87 confirmation points interspersed throughout the design, which 
amounted to 392 total runs to estimate the standard deviation. 
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Table 9 Model term contribution 



rNF 

rPM 

rRM 

rYM 

rSF 

Linear, % full scale 

2.66 

1.81 

3.22 

2.43 

2.16 

2FI and quadratic, % full scale 

0.29 

0.25 

2.32 

1.88 

2.37 

Pressure and temperature, % full scale 

0.12 

0.18 

0.15 

0.24 

0.18 


Table 10 Accuracy of SS-12 balance responses 



rNF 

rPM 

rRM 

rYM 

rSF 

Two-sigma including pressure and 
temperature terms, % full scale 

0.085 

0.078 

0.477 

0.151 

0.162 

Two-sigma excluding pressure 
and temperature terms, % full 
scale 

0.117 

0.114 

0.484 

0.175 

0.202 


Table K) shows the final two-sigma accuracies, both with and without 
the pressure and temperature terms included in the model. The model 
that was used without pressure and temperature originally contained 
20 terms, made up of five main effects, 10 two-factor interactions, 
and five quadratic terms. The 20-term model was then reduced using 
a backward-selection method, from which two-sigma accuracies 
were computed. Front Table K), it is clear that all five components 
have improved accuracies when pressure and temperature are 
included in the calibration model for each measurement component. 

Upon completion of the calibration and analysis of the resulting 
mathematical models, the regression coefficients were provided to 
the wind tunnel. In addition to the regression coefficients, an algo- 
rithm was provided to the wind tunnel, which allowed for computing 
the resulting loads from the strain-gauge outputs. The algorithm used 
to compute the loads from the strain-gauge outputs is a modified 
version of the load calculation method described in the AIAA 
Recommended Practice document for internal strain-gauge balance 
[6], The Appendix provides detail on the data reduction equations 
used to compute the loads, with emphasis on how the standard 
method was modified to implement the additional terms including 
pressure and temperature. 

V. Conclusions 


Appendix: SS-12 Balance Data 
Reduction Equation 

The predicted response of a single strain gauge is given by 

y(T SF) = 0 O + 0,T + P 2 P + 0 3 NF + 0 4 PM + 0 5 RM 

+ 0 6 YM + 0 7 SF + 0 22 P 2 + 0 33 NF 2 + 0 44 PM 2 + 0 55 RM 2 
+ 0 66 YM 2 + 0 77 SF 2 + 0 n T xP + 0 I3 T x NF + 0 I4 T 
x PM + 0, 5 T x RM + 0, 6 T x YM + 0 17 T x SF + 0 23 P 
x NF + 0 24 P x PM + 0 25 P x RM + P 26 P x YM + P 21 P 
x SF + 0 34 NF x PM + 0 3J NF x RM + 0 36 NF x YM 
+ 0 37 NF x SF + 0 45 PM x RM + 0 4fi PM x YM + 0 47 PM 
x SF + 0 56 RM x YM + 0 57 RM x SF + 0 67 YM x SF 

y(Xo) = x 0 /3 (Al) 


where x 0 is a 1 x 35 expanded vector of the temperature, pressure, 
and applied loads, and 0 is a 35 x 1 vector of regression coefficients. 
For SS-12, there are five strain gauges, so Eq. ( Al ) becomes 

y = x 0 /§ (A2) 


where y is a 1 x 5 vector of the predicted responses and 0 is a 35 x 5 
matrix of regression coefficients. For statistically insignificant terms, 
their respective elements within the regression coefficient matrix are 
set to zero. The terms on the right side of Eq. (A2 ) can be expressed as 


x 0 = [l :xg] 


0 = 


k 

k 


Therefore, Eq. (A2) can be written as 

y= i0o + KP* = k + x-ok 

Subtracting the zero-intercept from the gauge output gives the delta 
bridge output, or 


Typically, balance calibrations only consider the effects of applied 
loads on the output of the measurement bridges. However, in some 
research applications, like hypersonics, additional factors, such as 
temperature, can potentially influence the behavior of the balance 
during testing. Some recent work has studied how to integrate the 
effects of temperature and other factors into both the calibration and 
the use of the balance, but availability of literature in both of these 
areas is extremely limited. 

During preliminary testing in the 3 1 -Inch Mach 1 0 facility for the 
MSL program, temperature and pressure were observed to have an 
impact on the behavior of the SS-12 balance. After some redesign 
work, which included relocation of the measurement bridges, the 
balance was calibrated while considering temperature and pressure 
effects. Through statistical design of experiments, an efficient, robust 
calibration design was developed and executed. The measurement 
accuracies of the balance clearly improved as a result of including 
temperature and pressure in the calibration. Furthermore, during 
follow-up testing for MSL, researchers were able to obtain real-time 
results because the calibration models were continuous functions of 
temperature and pressure. Historically, single-component loads at 
the expected operating conditions were used to correct the primary 
sensitivities of the measurement bridges, and the corrections to the 
wind-tunnel data were done after the completion of testing. 

The techniques presented here can be applied to any force 
measurement calibration. Although the paper discussed a specific 
example related to the SS-12 balance and the SVS calibration 
hardware, the principles used to develop the calibration design in this 
paper can be easily modified for other applications with different 
calibration hardware. 


Sy = y-k = *ok (A3) 

Equation (A3) represents the predicted responses of the strain gauges 
for an unloaded balance. The calibration equations in Eq. ( A3 ) are of 
the form y = /(x 0 ), but during use in the wind tunnel, the loads 
imparted on the balance are estimated from the measured strain- 
gauge outputs or, more specifically, x 0 = /( y). Because the 
calibration equations are second-order, an iterative scheme is used to 
estimate the loads. The load iteration algorithm begins by dividing Xq 
and 0 into three parts. For standard balance calibrations without 
temperature and pressure, Xq and 0* are divided into two parts [6]. 
Starting with Xg , 

X Q =)> 



where x* = [NF. PM, RM, YM, SF], x* 2 = [T, P,Tx.P, P 2 ], and 
Xg is a 1 x 25 vector of the remaining higher-order loading 
combinations, including the interactions with temperature and 
pressure. Similarly, the coefficient matrix, ft * can be partitioned as 




where 0] is a 5 x 5 matrix equal to [/S 3 , /3 4 , ^ 5 , yS 6 , yS 7 ] and each 
element is a 5 x 1 column vector, 0 2 is a 4 x 5 matrix given by 
[0i . 02- 0i2’ 022] where each element is a 4 x 1 column vector, and 
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/? 3 is a 25 x 5 matrix of the remaining model coefficients. 
Substituting into Eq. (A3), 

& y = X S, P* + X 0 J*2 + XoJ*3 (A4) 

Solving Eq. ( A4 ) for x^, which contains the primary loads, yields 
X S, = (/3t) _1 [5y — (A5) 

where (/St) _1 [^y — x„ B*] is the uncorrected load, or x^ . The 

l J 0 2 rzi ’ ^corrected 

true, corrected load xj is calculated through iteration since 
Xg 3 = /(x^). Initializing the iterative scheme with f = 1, Eq. (A5) 
can be expressed as 

( A6 ) 

where for the first iteration [(/?*) _1 Xo 3 /* 3 ]o = 0 and (xj)i = 
Xo unc rre ed • The algorithm is extremely stable because the primary 
loads dominate, and the iterations continue until convergence of the 
solution, which is typically within five iterations. 
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